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DETERMINATION  OF  MOISTURE  IN  REFRACTORY  CONCRETES* 


by 

K.  D.  Nekrasov,  A.  E.  Fedorov,  and  V.  I.  Yastrubinskiy 


Up  to  the  present  time  there  has  been  no  development  of 
an  optimum  method  of  drying  and  preheating  of  newly  constructed 
furnaces  and  other  installations  constructed  of  refractory  con- 
crete. The  control  and  adjustment  of  the  heating  procedure  have 
been  delayed  because  of  the  absence  of  apparatus  for  continuous 
determination  of  moisture  content  at  various  sections  throughout 
the  thickness  of  the  concrete  at  elevated  temperatures. 

In  the  laboratory  for  refractory  concretes  of  the  Scientific 
Research  Institute  for  Reinforced  Concrete  of  the  Academy  of  Struc- 
tures and  Architecture  of  USSR,  an  apparatus  was  developed  for 
the  continuous  determination  of  moisture  in  refractory  concrete 
during  the  drying  process  by  measuring  the  electrical  conductivity 
of  sensors  embedded  in  concrete. 

The  apparatus  is  intended  for  studying  the  kinetics  of 
removal  of  moisture  from  concrete,  establishing  the  optimum  regime 
of  drying,  and  also  the  control  and  adjustment  under  industrial 
conditions  of  the  regime  of  drying  and  heating  of  thermal  instal- 
lations built  of  refractory  concrete. 

The  method  of  determination  of  moisture  of  materials  by  the 
change  of  electrical  conductivity  is  fairly  widely  used.  However, 
the  existing  methods  and  available  devices  cannot  be  used  for 
measuring  the  moisture  at  various  sections  of  refractory  concretes 
through  their  thickness  during  ,the  drying  process. 


* Translated  from  the  Russian  Opredelenie  vlazhnosti  zharostoikikh 
betonov.  K.  D.  Fedorov  and  V.  I.  Iastrubinskii . Ogneupory. 
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The  method  proposed  by  the  authors  permits  the  measurement 
of  moisture  in  concrete  by  means  of  electrical  gages.  The  small 
dimensions  of  the  gages  permit  us  to  measure  the  moisture  even 
in  thin-wall  constructions  without  affecting  their  strength.  The 
apparatus  can  measure  the  moisture  of  concrete  at  a temperature 
up  to  200°C.  The  precision  of  measurement  of  the  moisture  is 

+ 0.3 %. 

The  device  consists  of  a gage  embedded  in  concrete,  a megoh- 
meter  of  type  M-101  and  connecting  leads.  The  sensor  consists 
of  a prism  of  refractory  concrete  with  dimensions  of  20  x 20  x 70  mm 
with  steel  foil  electrodes,  with  an  area  of  10  x 50  mm  and  a 
thickness  of  0.5-0. 7 mm  attached  to  two  opposing  longitudinal 
edges  (Figure  1). 

The  composition  of  the  mortar  for  preparation  of  the  sensor 
is  as  follows:  8 parts  by  weight  of  a water  glass  with  a density 
of  1.38  grams  per  cc,  1 part  by  weight  of  sodium  fluorosilicate, 

8 parts  by  weight  of  finely  ground  grog,  and  25  parts  by  weight 
of  anO-2.5  mm  fraction  of  grog.  This  composition  of  the  mortar 
aids  rapid  development  of  moisture  equilibrium  by  the  sensor  and 
the  concrete. 

In  the  preparation  of  sensor  prisms,  70  x 70  x 210  mm  blocks 
are  cast.  After  they  harden  in  air  over  a period  of  3 days  at 
18  ± 3°C  the  required  prisms  are  cut  from  the  larger  blocks  and 
are  fired  at  700°C  for  one  hour. 

After  cooling^  electrodes  are  mounted  using  a cement  of 
the  following  composition:  10  parts  by  weight  of  water  glass 

with  a density  of  I.38  grams  per  cc,  0.8  parts  by  weight  of  sodium 
fluorosilicate  and  15  parts  by  weight  of  finely  ground  grog.  The 
materials  used  in  the  preparation  of  the  refractory  mortar  and 
cement  must  meet  the  requirements  of  the  applicable  specif icaticns. 

The  faces  of  the  prism  on  which  the  electrodes  are  mounted 
must  be  parallel.  Deviations  must  not  exceed  0 ± 0.3  mm.  Before 
mounting,  the  steel  foil  is  carefully  cleaned  and  is  heated. 

The  electrodes  must  be  mounted  opposite  each  other  and  the  thick- 
ness of  the  cement  must  not  exceed  0.2  mm. 
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After  aging  for  one  day,  the  sensors  are  heated  for  2b 
hours  at  200°C  in  order  to  raise  the  reistance  of  the  cement 
to  moisture.  Then  the  electrodes  are  soldered  to  leads  with 
a cross  section  of  0.5  mm2  having  vinyl  chloride  insulation. 

In  order  to  measure  the  moisture  and  the  temperature 
during  the  drying  process  as  a function  of  thickness  of  the 
concrete^ several  sensors  are  embedded  along  with  thermocouples. 
The  sensors  are  attached  to  megohmeters  and  the  thermocouples 
to  potentiometers  through  a switching  device. 

The  electrical  resistance  of  the  sensors  in  the  concrete 
is  inversely  related  to  the  moisture  in  the  concrete.  The 
device  must  receive  preliminary  calibration  using  a definite 
type  of  refractory  concrete.  The  calibration  must  be  carried 
out  at  15°  - 20°C  and  at  the  drying  temperatures. 

In  order  to  determine  the  relationship  between  the  moi- 
sture of  the  concrete  and  the  electrical  resistance  of  the 
sensors  at  normal  temperature  we  prepared,  from  the  refractory 
concrete,  10  specimens  with  dimensions  of  50  x 50  x 100  mm; 
the  sensors  were  embedded  in  the  specimens.  After  hardening, 
the  specimens  were  stored  in  the  laboratory  at  15°  to  20°C , 
and  were  weighed  daily  and  at  the  same  time  the  electrical 
resistance  of  the  sensors  was  measured.  The  curve  1 shown  in 
Figure  2,  is  based  on  these  data. 

After  the  weight  of  the  specimens  and  the  electrical 
resistance  of  the  sensors  became  stable,  they  were  dried  in 
an  oven  for  2b  hours  at  200°C  and  were  weighed  after  cooling. 
The  moisture  content  of  the  specimens,  W,  was  determined 
by  the  formula 

w = h i pa.  . ioo, 

P2 

where  Pn  is  the  weight  of  the  specimens  in  grams,  and  P2  is 
the  weight  of  the  specimens  dried  at  200°C  grams. 


The  calibration  of  the  specimens  at  drying  temperatures 
was  carried  out  in  the  following  manner:  the  specimens,  with 
embedded  sensors,  after  hardening  were  dried  to  various  mois- 
ture contents  with  one  percent  moisture  increment  and  were 
placed  in  special  metallic  containers  with  hermetic  seals 
(Figure  3)« 

The  hermetic  containers  are  necessary  for  maintaining  con- 
stant moisture  of  the  system  during  the  heating.  The  space 
between  the  walls  of  the  container  and  the  specimen  was  filled 
with  an  epoxy  resin  with  a hardener,  and  the  leads  were  brought 
outside  between  2 rubber  inserts. 

After  2b  hours  following  placement  of  the  specimens  in 
the  containers,  the  electrical  resistance  at  15°  - 20°C  was 
measured  and  then  the  containers  were  placed  in  a drying  oven 
where  they  were  maintained  at  50°C  for  a day;  after  which  the 
electrical  resistance  was  measured  in  the  heated  condition. 

The  calibration  was  carried  out  by  means  of  two  parallel  spe- 
cimens for  each  percentage  of  moisture  content. 

From  the  data  obtained  we  have  constructed  the  curve 
showing  the  relationship  between  moisture  of  the  concrete  and 
the  electrical  resistance  of  the  sensors  (see  Figure  2,  curve  2). 

The  order  of  construction  of  the  curve  for  50°C  is  as 
follows:  from  curve  1 we  find  the  resistance  of  the  specimen 

at  a definite  moisture  content  at  15°C.  From  this  point  we 
draw  a horizontal  line  and  upon  it  mark  the  resistance  of  the 
very  same  specimen  at  50°C. 

Similar  points  are  found  for  all  10  specimens  of  different 
moisture  content.  Through  the  points  thus  obtained  we  derive 
curve  2.  Analogous  curves  are  constructed  for  100°  and  150°C 
(see  Figure  2,  curves  3 and  ^). 

Conclusions 

A portable  device  for  measuring  moisture  content  of 
concrete  at  temperatures  up  to  200°C  was  developed.  The  pre- 
cision of  measurements  was  ± .03  of  1%»  The  device  was  veri- 
fied for  basic  types  of  refractory  concrete  and  the  results 
were  satisfactory. 
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Fig.  1.  Schematic  drawing 
of  sensor  for  measurement 
of  moisture  in  concrete. 


Fig.  2.  Relationship  between 
electrical  resistance  of 
sensors  and  moisture  in 
refractory  concrete  of 
Portland  cement  and  grog 
at  various  temperatures: 
1-15°C,  2-50°C,  3-100°C, 
4-l50°C. 


Resistance  ohms 


Fig.  3*  Hermetically 
sealed  container  for 
calibration  of  sensors 
at  various  temperatures: 
1-specimen,  2-container, 
3-metal  lid,  4-rubber 
seal,  5-clamping  nuts 
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